
ASM 925 to BOT 3000e equivalent data 
145 different 925 meters tested on 2 different BOT 3000e validation tiles.  
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0.38 +/- 0.03 DCOF ANSI A326.3 Validation tile, ASM 925 results on BOT 3000e 
validation tile. 45 different 925 meters.
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0.42 +/- 0.03 DCOF ANSI A326.3 validation tile, ASM 925 results on BOT 3000e 
validation tile, 100 different 925 meters.


